Macroencapsulation devices provide the dual possibility of immunoprotecting transplanted cells while also being retrievable, the latter bearing importance for safety in future trials with stem cell-derived cells. However, macroencapsulation entails a problem with oxygen supply to the encapsulated cells. The βAir device solves this with an incorporated refillable oxygen tank. This phase 1 study evaluated the safety and efficacy of implanting the βAir device containing allogeneic human pancreatic islets into patients with type 1 diabetes. Four patients were transplanted with 1-2 βAir devices, each containing 155 000-180 000 islet equivalents (ie, 1800-4600 islet equivalents per kg body weight), and monitored for 3-6 months, followed by the recovery of devices. Implantation of the βAir device was safe and successfully prevented immunization and rejection of the transplanted tissue. However, although beta cells survived in the device, only minute levels of circulating C-peptide were observed with no impact on metabolic control. Fibrotic tissue with immune cells was formed in capsule surroundings. Recovered devices displayed a blunted glucose-stimulated insulin response, and amyloid formation in the endocrine tissue. We conclude that the βAir device is safe and can support survival of allogeneic islets for several months, although the function of the transplanted cells was limited (Clinicaltrials.gov: NCT02064309).
| INTRODUCTION
Pancreatic islet transplantation is at present an established procedure with well-documented efficacy for the treatment of patients with type 1 diabetes complicated with unstable glycemic control and hypoglycemia unawareness. 1 Yet, in most cases, the side effects with the currently available systemic unspecific immunosuppressive drugs shift the "risk-benefit" analysis in favor of not performing transplantation.
Therefore, focus is now intensified to foster development of novel means to control the immune system to enable large-scale clinical application.
A valid strategy to prevent rejection and recurrence of autoimmunity is encapsulation of the insulin-producing cells. Encapsulation introduces a physical barrier that prevents access of immune cells to the transplanted cells, but also precludes revascularization.
Macroencapsulation devices hold the possibility for graft recovery, which is advantageous from a safety point of view, in particular in trials with stem cell-derived cells. However, such a system also aggravates problems with nutrient supply to the transplanted tissue, with hypoxia-related functional impairment and cell death in the clustered highly metabolically active islet tissue. 2, 3 To solve this matter, the βAir device with an incorporated refillable oxygen tank was developed and successfully tested in small and large animal models. [4] [5] [6] The present clinical phase 1 study was conducted to evaluate the safety of implanting the βAir device 7 containing isolated allogeneic human islets in patients with type 1 diabetes. The device was implanted subcutaneously in subjects with well-controlled and uncomplicated type 1 diabetes.
| MATERIALS AND METHODS

| Patient selection
The study was approved by the Uppsala County ethics board and the Swedish Medical Products Agency. The reported investigations were carried out in accordance with the principles of the Declaration of Helsinki as revised in 2000. All participants were provided oral and written information and signed a written consent form prior to inclusion in the study. Patient inclusion criteria were the following: type 1 diabetes duration >5 years, age >18 years, intensive diabetes selfmanagement defined as ≥3 blood glucose measurements daily and ≥3 insulin injections daily or insulin-pump therapy. Patient exclusion criteria were the following: fulfillment of clinical criteria for regular therapeutic pancreas or islet transplantation, any previous or scheduled organ transplantation, treatment with any immunosuppressive drug, random C-peptide >0.003 nmol/L; HbA1c >10% (>85.8 mmol/ mol); BMI >30 kg/m 2 ; insulin requirements >1U/kg/24 hours; use of drugs other than insulin to treat diabetes; pregnancy or planned pregnancy; active infections including hepatitis B and C, HIV, and tuberculosis; known drug abuse; any coagulopathy or anticoagulant therapy; severe coexisting cardiac disease; renal failure (GFR <60 mL/min). The aim was to include equal numbers of male and female patients.
| Study design
The study was an open-label, investigator-driven clinical phase 1 trial primarily assessing the safety and secondarily the efficacy of allogeneic transplantation of macroencapsulated human islets within the bioartificial pancreas βAir (BetaO2 Technologies Ltd, Israel). The study was designed to remove the devices 180 days posttransplantation, with a safety follow-up for an additional 6 months. After inclusion, the insulin therapy was intensified during a run-in period in order to optimize metabolic control. During the trial, all patients recorded daily blood glucose levels and insulin doses in a diary. Clinical visits were performed at least every other week posttransplantation until device removal. The study design and all inclusion and exclusion criteria can be found on clinicaltrials.gov (NCT02064309).
| Immunological monitoring
Before transplantation, all patients were characterized regarding blood group, HLA, HLA antibodies, glutamic acid decarboxylase (GAD), and insulinoma-associated antigen 2 (IA-2) antibodies, and for antinuclear antibodies (ANAs) according to hospital routines. All parameters except blood group and HLA type were repeatedly evaluated during the follow-up.
| Islet isolation and transplantation of the βAir device
Human pancreatic islets were isolated from pancreases procured donation after brain death (DBD) donors in GMP facilities according to clinical routine. 8 Descriptive data for each islet donor are provided in Table S1 . The criteria for islet preparations were the following: islet viability >80%, islet purity >80%; for functional tests of islets prior to transplantation see Table   S1 and Figure S1 . The islets, 155 000-180 000 islet equivalents, were mixed with alginate and loaded in 12 separate alginate slabs into a single βAir device. Surgery was performed under general anesthesia. A midline skin incision was made and a subcutaneous pocket to fit the device was created by blunt dissection. On the opposite side, 2 smaller incisions were made to implant the 2 ports used for oxygen refueling. The tubes that connected the device and the ports were tunneled subcutaneously. Bleeding was stopped by diathermia, and the subcutaneous pocket was observed for 5-10 minutes to exclude bleeding prior to insertion of the device. Once the device was inserted, the tubes were connected and both ports were tested by manual refueling of oxygen using a syringe connected to the oxygen refueling device. The wounds were thereafter sutured. Three of the four patients received one βAir device, whereas patient 3 received 2 devices. Oxygen refilling was carried out on a daily basis by the patients themselves using a refilling device. The βAir capsule is designed to contain enough oxygen for the implanted islets for at least 30 hours. 6
| Safety tests
All patients were admitted to the hospital on the day before surgery.
The patients were examined clinically, and blood samples were obtained to again verify that all inclusion criteria and none of the exclusion criteria were fulfilled. An ultrasonography was performed 3 hours after surgery to exclude bleeding at the site of device implantation. The patients were hospitalized for 3-5 days. Clinical parameters, blood glucose levels, insulin needs, status of wound, and blood samples were evaluated daily. Blood glucose concentrations were measured ≥7 times daily to adjust insulin doses. Follow-up visits were performed on postoperative days 7 and 10, and thereafter once weekly during the first month and then every other week up until device removal. MRI scans were performed one, 3, and 6 months posttransplantation to exclude fibrosis or inflammation surrounding the device and oxygen refueling ports. At device removal, biopsy samples were harvested from the tissue surrounding the device and evaluated by immunohistochemistry. 
| Clinical efficacy tests
| Ex vivo efficacy tests
After explantation, the whole device was evaluated with a static glucose-stimulated insulin secretion (GSIS) test followed by a glucosepotentiated arginine stimulation (GPAIS) test.
The oxygenated devices were placed in glass beakers containing 100 mL of Krebs Ringer bicarbonate HEPES buffer (KRBH) with addition of 0.2% (wt/vol) albumin in an incubator maintained at a temperature of 37°C and a CO 2 concentration of 5%. Initially, the device was incubated for 30 minutes in 2.8 mmol/L glucose (Fresenius Kabi, Uppsala, Sweden) as a washing step. The device was then incubated for 45 minutes in each of the following glucose concentrations: 2.8 mmol/L, 16.7 mmol/L, and finally 16.7 mmol/L glucose with the addition of 10 mmol/L arginine (Sigma, Stockholm, Sweden). Medium samples were collected after 0, 5, 10, 15, 30, and 45 minutes at each incubation step.
The devices were then dismantled, and the same stimulation tests were performed on 2 alginate slabs, one from each side of the device, free floating in petri dishes containing 10 mL of media following the same protocol as for the whole device. The means of insulin release were calculated from experiments of slabs for each patient.
| Immunohistochemistry
Remaining alginate slabs were either fixed in formalin and paraffin- Alginate-embedded formalin-fixed slabs and islets from the pancreas donors were stained with Congo red according to Puchtler and Sweat, 12 and the presence of amyloid was determined in polarized light. 13 Biopsies from the tissue surrounding the device were obtained at explantation and fixed in formalin. Sections (5 μm) were stained for CD31 (mouse monoclonal, clone JC70A), CD4 (mouse monoclonal, clone 4B12), CD8 (mouse monoclonal, clone C8/144B), CD3 (rabbit polyclonal, code A0452), CD20cy (mouse monoclonal, clone L26), CD45 (mouse monoclonal, clone 2B11 + PD7/26), and CD68 (mouse monoclonal, clone KP1). Antibodies were purchased from Agilent Technologies (Kista, Sweden).
| Statistical analysis
GraphPad Prism version 6.07 (GraphPad Software, La Jolla, CA) was used for statistical analysis. A one-way analysis of variance (ANOVA) based on repeated measurements with Dunnett's post hoc test was applied for longitudinal follow-up data using the parameters sampled on the day of transplantation as a control. For values of HbA1c, C-peptide, and insulin doses, postoperative weeks 0-12 and the 2 measurements following explantation were used for analysis, since these were the time points for which data were recorded for all 4 patients. In the individual plots all recorded data are given. For the CGM, DTSQ, and RAND-36 data,
Friedman's nonparametric repeated measurement test was applied with
Dunn's post hoc test. For the CGM data, the pretransplantation data were used as a control, whereas for DTSQ and RAND-36 data, multiple comparisons were applied. P < .05 was considered statistically significant.
| RESULTS
| Characteristics of the patients
The patients included in the study were all well-educated regarding self-management of their diabetes and were highly motivated to participate in the study; for their characteristics see Table 1 .
| Safety evaluation
A mild inflammation surrounding the surgical wound was observed in all patients during the first days after transplantation. In patient 1, the surgical wound was red and heated on day 4 posttransplantation, and as a precaution 7 days of treatment with clindamycin (300 mg twice daily) was administered. The bacterial culture from the wound was negative. In the same patient, a second surgery was performed 7 days after transplantation due to a rotation of the oxygen ports, which made it impossible to refuel oxygen. At this surgery, the ports were restored and fixed to the surrounding tissue. Because of this, there was a delay between the oxygen refilling of 32 hours, which is just above the maximal time acceptable, but no related peak in C-peptide concentration suggestive of hypoxiarelated beta-cell death was observed. Thereafter, none of the patients reported any missed oxygen refilling or problems refilling oxygen through the ports. C-reactive protein (CRP) levels peaked at day 3 posttransplantation, range 19-48 mg/L. After the first 10 days after transplantation, there were no signs of wound inflammation or infection either clinically or in blood samples in any of the patients. There were neither signs of HLA immunization nor changes in autoantibody frequency (GAD, IA2, ANA) posttransplantation. It is noteworthy that in patient 2, the islet donor blood group was incompatible with that of the recipient; despite this there were no signs of increasing ABO antibody titers. The patients carrying the devices generally had few complaints, but reported some stress related to remembering and performing oxygen refilling.
The surgical wounds healed as expected in all transplanted patients, and a minor fibrotic resistance could be palpated surrounding the device and oxygen ports. MRI performed one, 3, and 6 months after transplantation showed only initial mild signs of inflammation and a limited degree of fibrosis in the surrounding tissue at later examinations. When the devices were explanted 3-6 months posttransplantation, a nonadhesive thin fibrotic tissue was found surrounding the device. Implantation of 2 devices in one of the patients was not associated with any additional complications.
Morphological examination of tissue surrounding the device revealed a substantial foreign body reaction in 3 of 4 patients. Visual examination of the sections revealed an intense accumulation of CD45 + cells in the area close to the encapsulation device. A majority of these cells were CD68 + macrophages ( Figure 1A ). Accumulation of these cells was uniform on a single device, but varied to some extent between devices ( Figure 1B) . Similarly, accumulation of CD3 + T cells ( Figure 1C-D Apart from discrete retinopathy none of the patients had any diabetes-related long-term complications. IEQ, islet equivalents.
T A B L E 1 Descriptive patient data collected prior to transplantation were CD8 + , and only small numbers of CD4 + cells could be found. CD20 + B cells were not frequently found in the inflammation close to the surface of the capsule ( Figure 1E) ; however, these cells accumulated together with CD3 + CD8 + T cells around small blood vessels in the surrounding subcutaneous tissue ( Figure 1E -F). Only few CD31 + capillaries were found close to the surface of the device and in the area with inflammation; capillaries were in ordinary frequencies in the surrounding subcutaneous tissue ( Figure 1H ).
| Efficacy evaluation
C-peptide was detectable in blood plasma in all patients when meas- Six months after transplantation, the C-peptide concentration was below the detection limit during the MMTT, also in patient 1. Due to no measurable graft function, βAir devices were, according to protocol, recovered already 4-5 months post-transplantation in patients 2-4.
Three of 4 patients improved their HbA1c posttransplantation, but this was not statistically significant (P = .21, Figure 2B ). Insulin needs posttransplantation were not reduced (P = .33, Figure 2C) and there was no change in glucose variability after transplantation based on blinded CGM data (P = .24, P = .22, and P = .49, respectively, Figure 2D ).
There was no change in the patient-reported DTSQ posttransplantation when compared to the run-in period, but there was an increased satisfaction after removal of the device (P = .009, Figure 2E ).
There was no change in HRQoL for any of the domains in RAND-36 ( Figure S2 ). The ex vivo evaluation of the intact devices revealed overall very low insulin secretion response to glucose and only an additional insulin secretory response to GPAIS test from one of the devices (patient 2; Figure 3A ). This device overall showed the best response to both the GSIS and GPAIS tests. Insulin release during the GSIS increased slowly even from the devices in which a stimulatory response was observed ( Figure 3B ). The islets slabs recovered from the devices were found to be responsive to glucose ex vivo from 2 of 4 patients, and to GPAIS in 3 of 4 ( Figure 3C ). The best dynamic response to glucose was again obtained in slabs from the device removed from patient 2 ( Figure 3D ).
It is noteworthy that the amount of insulin released from the devices was similar to that of individual islet slabs, even though the devices contained 12 times more islets ( Figure 3A,C) .
Islets could be visualized within the alginate slabs by dithizone staining (Figure 3E-F) . Immunohistochemistry revealed many intact islets rich in beta cells found in all alginate slabs ( Figure 3G ).
However, there were also significant numbers of damaged islets, for example, fragmented islets and islets with central necrosis, as well as apparently morphologically intact islets with only a few insulin positive cells ( Figure 3H ). Amyloid was not detected in any islets in the pancreas from the organ donors. However, after explantation, amyloid was detected in islets from all patients, but the amount and the number of affected islets varied. Particularly, islets recovered from patient 3 showed substantial amyloid deposits ( Figure 3I ), whereas in other cases amyloid was located mainly intracellularly.
| DISCUSSION
The present study was initially planned to enroll 8 subjects. After The avascularity of the encapsulated cells means that they must rely on oxygen and nutrient delivery solely by diffusion for their survival and function. The βAir device partly solves the problem with oxygen delivery, but requires daily refilling of the oxygen chamber through one of the 2 subcutaneous Port-A-Cath ports. 7 Other than for the initial technical problems with rotation of the ports encountered in patient 2, there were no reports of missed or failed oxygen refillings during the course of study, which indicated that this strategy is feasible. However, the frequent demands of refilling and need to carry the equipment while traveling obviously caused some stress for the patients, as judged from their feedback and diabetes treatment satisfaction questionnaires. Nevertheless, although morphologically intact islets were regularly found after retrieval of the βAir device, also islets with central necrotic areas and lost integrity were frequently
observed. An inherent problem in islet transplantation is the continuous synthesis and secretion of islet amyloid polypeptide (IAPP). If this molecule is not accurately transported from the islets, for example, due to impaired vascularization, amyloid deposits will form that impair islet function. 14, 15 In the present study, no amyloid could be found within the islets preimplantation; however, after retrieval of the βAir device intra-and extracellular islet deposits of amyloid were regularly observed. Amyloid formation has previously been reported to occur in clinical islet transplantation to the liver. 14 secreted from the encapsulated islets, would be expected to be even more delayed. These observations are in agreement with findings reported previously in a patient in whom the βAir device with human islets was implanted in the pre-peritoneal space, a site considered to be superior when compared with subcutaneous implantation. 7 Even so, the kinetics of glucose-stimulated insulin release during an intravenous glucose tolerance test showed a significant delay in secreted Cpeptide over a 4-hour period also at the pre-peritoneal space. 7 Given the physiological differences between different tissue compartments, especially regarding vascularity, the most advantageous site for transplantation of macroencapsulation devices remains to be determined.
Although a nonsignificant decrease in HbA1c posttransplantation was observed in 3 patients, this was not reflected in lowered doses of administrated insulin or a better outcome of function measured as C-peptide production in vivo. However, because C-peptide released from the device is introduced into the subcutaneous space, and not directly into the circulation, local degradation in the tissue could have contributed to the low or nonrecordable C-peptide concentrations. 17 Of interest, the ex vivo glucose responsiveness with insulin from the device removed from patient 2 was better than that from the others, which indicates that the islets within this device benefited from the reduced in vivo foreign body reaction.
A delayed or blunted glucose-stimulated insulin release from the encapsulated islets was observed when compared to the rapid responsiveness of the islets prior to their transplantation. In fact, the insulin secretion response of the whole devices, containing 12 alginate slabs with >100 000 islets, was similar in magnitude to that of one slab with F I G U R E 1 Accumulation of CD68 + macrophages (A and B) and CD3 + T cells (C and D) varied between devices. CD20 + B cells and CD3 + CD8 + T cells accumulated around small blood vessels in the surrounding subcutaneous tissue (E and F). Only few CD31 + capillaries were found close to the surface of the device and in the area with inflammation; however, capillaries were frequently observed in the surrounding subcutaneous tissue (G and H). Original magnification × 100
islets, which suggests severely delayed kinetics of insulin release from the intact device. Notably, total insulin release from the intact device was in the range of what is expected from only 100 islets prior to encapsulation, cf. Figure S1 . Diffusion of substances in and out of the device is concentration dependent, but also critically depends on the surface-to-volume ratio as well as the diffusion capacity over the immune barrier. The βAir device would tentatively benefit from increasing its surface-to-volume ratio; however, with the limitations that the device will still have to keep dimensions reasonable for clinical application. Notably, a membrane with pore sizes as large as 0.45 μm seems able to control islet allograft rejection in rodent models, 5, 18, 19 as well as in this and a previous clinical trial, 20 ie, preventing cell-to-cell contact between donor and recipient cells seems sufficient to prevent HLA immunization and allograft rejection. Implantation of the islets in an alginate gel potentially also impairs diffusion. Islets even in small alginate capsules (≈ 350 μm in diameter) demonstrated a severely blunted response to high glucose and theophylline, whereas islets encapsulated in larger capsules (≈650 μm in diameter) failed to respond. 21 Notably, using the same in vitro conditions, the authors showed that the response to glucose by nonencapsulated islets was 7-fold greater when compared to islets in small capsules. Alginate may also function as a "Ca 2+ trap," since divalent cations cross-link the alginate molecules. The remarkable results presented in small animals using various encapsulation strategies have been difficult to transfer to large animal models and in clinical trials. [22] [23] [24] The problems encountered could be attributed to (1) the significant contribution of glucose effectiveness for glucose metabolism in small animals, 25 (2) limited islet survival due to diffusion problems of oxygen and nutrients occurring when the device has been upscaled from harboring a few hundred islets to encompass several hundred thousands of islets, and (3) an uncontrolled foreign body reaction resulting in excessive formation of scar tissue. 26, 27 Nevertheless, this first-in-human trial shows that the βAir device can prevent rejection and maintain viable transplanted beta cells for a period of several months. Although the function of transplanted cells was limited, the procedure was safe. Therefore, the approach described can be applied to guide not only further development 
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